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ABSTRACT 


An  investigation  of  the  Laser  Microprobe  as  a  source 
for  emission  spectrochemical  analysis  is  reported.  The 
site  and  character  of  the  crater:  burnt  into  a  number 
of  pure  element  metals  was  investigated.  Working  curves 
for  a  series  of  iron  and  aluminum  alloys  were  produced. 

This  gave  a  measure  of  the  sensitivity  and  reproducibility 
of  the  Laser  Microprobe. 


INTRODUCTION 


The  purpose  of  this  research  project  was  the  scientific  in¬ 
vestigation  of  Laser  Microprobe^-  as  a  source  for  spectrochemical 
analysis*  This  source  was  manufactured  by  the  Jarrell-Ash  Co,  of 
Waltham,  Massachusetts.  The  principal  properties  of  any  spectro- 
graphic  source  are  it  radiant  power  output,  its  sensitivity  and 
reproducibility.  The  latter  two  properties  are  especially  impor¬ 
tant  for  quantitative  spectrochemical  analysis . 

Two  types  of  standard  samples  were  used  in  this  investigation 
one  steel  and  the  other  aluminum.  These  were  chose  because  reliable 
standards  are  available  for  both  of  these  alloys  and  because  the 
wide  use  of  spectrochemical  analysis  of  these  alloys  affords  a 
sound  reference  point  for  the  properties  of  the  Laser  Microprobe. 


BACKGROUND  MATERIAL 

Since  the  Laser  is  not  a  device  well  known  to  spectroscopists 
a  short  discussion  of  the  Theory  of  Ruby  Laser  is  inserted  at  this  point. 
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Natural  or  synthetic  ruby  is<XA1.0-  containing  some  Cr  ions 
+3  +3  ^  ^ 

in  place  of  A1  .  The  Cr  present  as  the  oxide  has  the  symmetry 
of  a  slightly  distorted  octahedron.  The  absorption  spectra  of  pink 
ruby  containing  0.05%.  Cr2°3  *s  given  in  Figure  I.  There  are  two 

wide,  intense  bands  at  approximately  25,000  and  18,000  cm  \  and  a 
sharp,  weak  doublet  at  about  13,000  cm  The  transitions  to  which 
these  bands  correspond  are  given  directly  above  the  peaks.  Figure 
2  can  be  used  to  explain  the  intensity  and  width  of  the  bands. 

We  may  regard  the  coordinate  Q  as  the  distance  between  the 

chromium  and  the  nearest  neighbor  ions.  A  sharp  absorption  line 

3  2 

results  from  a  transition  to  the  t_  (  E)  state,  and  broad  absorp- 
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tion  bands  in  the  blue  and  green  region  correspond  to  transitions 
2  4  2  4 

to  rhe  t e^(  T 2),  and  t  e^(  T^)  states  respectively.  The 

designations  of  the  states  of  the  ion  in  the  crystal  field  are  the 

2 

Mulliken  symbols. 


Important  features  in  this  figure  are  as  follows:  The  energy 

2 

curves  of  the  ground  state  and  E  states  are  parallel  to  each  other 

because  of  the  same  electron  configuration  associated  with  them, 

3  2 

•  Because  of  this,  a  transition  to  the  E  state  will  give  rise 

to  an  extremely  sharp  line.  The  minimum  positions  of  the  ^T0and 

4  .  2 

T^  states  are  displaced  from  the  minimum  of  the  ground  state,  and 

the  curvature  of  these  curves  are  not  necessarily  equal  to  that  of 
the  ground  state.  This  fact  can  be  ascribed  to  the  electron  con¬ 
figuration  associated  with  the  excited  quartet  states  being  differ¬ 
ent  from  that  of  the  ground  state.  The  displacement  of  the  energy 
minima  of  the  excited  quartet  states  is  evidenced  by  the  observed 
broadness  of  the  absorption  band  widths  (Frank -Condon  Principle) . 

In  such  circumstances  the  energy  curve  of  the  excited  quartet  states 
cross  those  of  the  excited  doublet  and  the  ground  state,  while  the 
energy  curve  of  the  doublet  state  does  not  cross  the  ground  state 

energy  curve.  The  sharp  soublet  arising  from  a  transition  to  the 
2 

E  state  plays  a  key  role  in  operation  of  the  ruby  laser. 
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There  is  a  quantum  mechanical  selection  rule  which  states  that 

transitions  between  states  of  different  spin  iuultiplicaties  are 

highly  improbable.  When  such  transitions  do  take  place  the  intensity 

of  the  absorption  band  or  bands  usually  are  very  weak.  The  absorption 

4  2 

bands  arising  from  the  A2~  E  transition  are  very  sharp  and  weak. 

The  first  laser  built  was  of  a  single  crystal  of  pink  ruby 
(0.05%  Cr20^)#  by  Maiman  in  1960.^  Stimulated  emission  was  observed 
at  a  wave-length  of  6943  A0.  Many  other  materials  capable  of  laser 
action  have  been  built  since  Maiman *s  discovery,  however,  with  minor 
modifications  the  ruby  laser  is  the  most  rugged  and  powerful  source 

of  monochromatic  light.  The  oscillator  strengths  of  the  absorption 
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bands  in  ruby  are  of  the  order  of  magnitude  of  10  to  10  and  their 
broadness  is  convenient  for  optical  pumping.  The  presence  of  an 
intermediate  metastable  state  with  a  lifetime  of  3  to  4  milliseconds 
makes  ruby  an  ideal  laser  material. 

To  obtain  laser  action,  a  cylindrical  sample  of  ruby  whose  ends 
are  polished  optically  flat,  parallel,  and  partially  silvered  is 
irradiated  with  light  from  a  helical  xenon  flashlamp.  Figure  3  can 

be  used  to  explain  how  laser  action  takes  place  in  ruby.  Electrons 

4  4  4. 

in  the  A2  ground  state  are  raised  to  the  T^  and  T2  excited  states. 

A  rapid  non-radiative  decay  of  electrons  in  the  excited  quartet  states 
2 

to  the  E  metastable  state  occurs  by  loss  of  energy  to  the  crystal 

lattice  in  the  form  of  vibrations.  The  purpose  of  the  flashlamp  is 

2 

to  obtain  more  electrons  in  the  metastable  E  state  than  in  the  ground 
state.  When  the  critical  population  inversion  is  reached,  an  atom 
while  it  is  still  excited  can  be  stimulated  to  emit  a  photon  if  it 
is  struck  by  an  outside  photon  having  precisely  the  energy  of  the  one 
that  would  be  emitted  spontaneously.  As  a  result  the  incoming  photon 
is  augmented  by  the  one  given  up  by  the  excited  atom.  The  wave  upon 
release  falln  precisely  in  phase  with  the  wave  that  triggered  its 
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release. 
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The  waves  are  reflected  back  and  forth  through  the  cavity  stimulating 
other  excited  chromium  atoms  to  emit  light  in  the  same  direction  and 
phase.  Within  a  few  billionths  of  a  second  this  chain  reaction 
builds  up  such  a  powerful  beam  that  it  bursts  our  of  the  partially 
silvered  end.  Stimulated  emission  occurs  at  a  wavelength  of  6943A0. 
The  beam  of  light  is  highly  monochromatic/  directional,  and  coherent. 
There  must  be  an  excess  of  excited  atoms  to  enable  stimulated 
emission  tc  predominate  over  absorption. 

The  coherence  of  light  generated  by  the  laser  is  its  most 
useful  property.  Coherent  light  waves  possess  traveling  surfaces 
of  constant  phase  moving  in  an  extremely  narrow  beam.  The  amplitude 
and  phase  of  coherent  light  can  be  specified  closely. 

Ordinary  lasers  such  as  those  constructed  by  Maiman  (2)  emit 
peak  powers  of  the  order  of  milliwatts  in  pulses  lasting  about  a 
millisecond.  The  pulse  shape  and  power  is  irregular.  Figure  4 
shows  the  flashlamp  and  laser  radiation  for  a  non  Q-spoiled  ruby  laser 
The  events  in  the  diagram  are  simultaneous  and  have  the  same  unit 
of  time,  namely  milliseconds.  The  ordinate  represents  the  intensity 
of  radiation  in  relative  units.  The  intensity  of  the  flashlamp 
radiation  is  much  weaker  than  that  of  the  laser. 

Hellworth  and  McClung  (4)  found  a  way  to  remove  these  irregulari- 
ties  parially  and  at  the  same  time  increase  the  peak  intensity.  Their 
method  of  controlling  the  regeneration  process  is  called  Q-spoiiir.g. 

It  consists  of  employing  an  optical  shutter  within  the  laser  cavity 
to  obtain  a  giant  pulse  with  peak  power  in  the  order  of  megawatts 

•  Q 

lasting  approximately  50  nanoseconds  (50  x  10  seconds). 


Instrumentation 


The  Laser  Microprobe  uses  the  mechanical  rotation  of  one 
of  the  terminal  mirrors  as  a  basic  shutter  mechanism.  It  has  the 
following  characteristics:  The  cross  sectional  area  of  the  ruby 
face  is  decreased  from  earlier  rods  to  aid  in  focusing  to  a  smaller 
spot.  To  keep  the  number  of  chromium  atoms  available  for  excita¬ 
tion  virtually  the  same,  the  chromium  content  of  ruby  has  been 
increased  from  0.05  to  0.5%.  The  rod  is  75  mm  long  and  6  mm  in 
diameter.  It  has  a  Brewster  angle  window  aligned  with  a  90° 
prism  reflector  rotating  at  18*000  r.p.m.  (optule) ,  and  a  double 
sapphire  window  that  provides  55%  reflectance  at  6943A.  The 
laser  rod  is  pumped  by  a  helical  xenon  flashlamp  rated  at  4  KV 
and  a  variable  output  up  to  1000  joules  is  delivered  in  1.0 
milliseconds,  from  a  150  yit  (microf araday)  power  supply  rated 
for  use  at  a  4  KV.  A  multitapped  inductance  is  used  as  a  com¬ 
ponent  of  the  pulse  shaping  network.  The  electrical  energy  is 
pumped  into  the  optical  flashtube  by  a  triggering  pulse  synchron¬ 
ized  to  the  optule.  The  peak  power  of  a  single  pulse  is  about 
3  megawatts  and  the  duration  is  as  long  as  100  nanoseconds. 
Divergence  of  radiation  is  less  than  2  milliradians.  The  laser 
beam  is  focused  onto  a  sample  by  using  a  prism  to  reflect  the 
laser  beam  through  a  Cooke  metallurgical  five  lens  microscope 
with  a  focal  length  of  12.5  mm  amd  resolving  power  of  2.5  microns. 
Figure  5  illustrates  the  main  features  of  the  instrument. 
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A  3/4  meter  high  aperture  spectrograph  with  a  apeed  of  P/6.3 
containing  a  57,000  lines  per  inch  grating  and  Czerney-Turner 
mount  is  used  along  with  Isstman  Kodak  103-0  plates  to  record 
the  spectra.  The  Czerney-Turner  mounting  for  monochromators 
is  illustrated  in  Figure  5.  The  combination  of  an  extremely 
fast  spectrograph  and  the  103-0  plates  is  necessary  to  record 
the  spectra  produced  when  the  focused  laser  light  interacts  with 
a  solid.  The  line  intensity  was  measured  with  a  Jarrell  Ash  23-100 
recording  microphotometer. 

It  is  advantageous  to  monitor  the  output  of  the  laser  without 
significantly  affecting  the  interaction  process.  In  order  to  do 
this  a  glass  microscope  plate  was  placed  at  a  45*  angle  between 
the  prism  and  the  laser  source.  Four  percent  of  the  laser  light 
was  reflected  90*  upward.  By  fusing  a  second  glass  plate  at  a 
90*  angle  to  the  first,  it  becomes  possible  to  reflect  0.16% 
of  the  laser  light  to  a  photodetector  with  a  very  fast  response 
time  which  is  placed  directly  above  the  laser  source.  So  as 
not  to  overload  the  photodetector  with  light  it  is  necessary  to 
attenuate  the  laser  beam  with  a  filter  having  a  density  of  3.6. 

A  blackened  photographic  film  was  used  as  a  filter.  The  observed 
pulse  shape  was  displayed  onto  a  Tektronix  535A  oscilloscope 
containing  a  type  A  plug-in  unit.  The  arrangement  of  the  laser 
monitoring  system,  and  the  electronic  schematic  of  the  photo- 
detector  are  also  given  in  Figure  5. 

With  the  Laser  Microprobe  it  is  possible  to  obtain  a  single 
pulse  of  light  with  a  45  nanosecond  duration.  About  96%  of  this 
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light  is  used  to  evaporate  and  excite  a  solid  sample.  The 
remaining  4%  of  the  light  is  reflected,  and  attenuated  so  that 
0.5  watts  of  laser  light  strike  the  surface  of  a  suitably  biased 
EGG  SD-100  photodiode.  This  causes  0.12  amperes  of  current  to 
flow  through  the  circuit.  The  IR  drop  developed  across  the  50  ohm 
resistor  is  about  6  volts.  This  signal  is  displayed  onto  a  Tek¬ 
tronix  535A  oscilliscope  having  a  10  nanosecond  rise  time.  From 
the  voltage  signal  displayed  on  the  oscilliscope,  the  peak  pow¬ 
er  of  a  single  pulse  was  calculated  as  being  approximately  2 

megawatts.  The  RC  time  constant  of  che  laser  detector  is  about 

-12 

3  nanoseconds  (R*200  ohms,  Crl.6  X  10  faradayti) . 

Some  of  the  practical  problems  encountered  with  the  Laser 
Nicroprobe  are  pitting  of  the  multilayer  dielectric  reflectors; 
occasional  splashing  of  the  solid  sample  onto  the  lower  microscope 
lens;  and  fogging  and  eventual  pitting  of  the  upper  two  lenses  of 
the  microscope.  The  multilayer  reflectors  are  no*  made  of  sapphire 
to  cope  with  the  high  peak  powers.  The  lower  microscope  lens 
can  be  covered  with  a  piece  of  "Mylar"  which  can  be  replaced 
weekly.  To  avoid  the  fogging  and  eventual  pitting  of  the  upper 
two  lenses,  the  cement  is  removed  from  between  the  lenses  with 
toluene. 
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Experimental  Observations  of  the  Interaction 
of  Laser  Light  with  Solids 

Early  in  1962  the  Jarrell  Ash  Company  and  Lear  Siegler  Company 
(formerly  Trion)  developed  the  Laser  Microprobe.  By  performing  some 
applied  research  with  this  instrument,  Jarrell  Ash  developed  it  into  a 
qualitative  tool  for  emission  spectroscopy.  With  this  tool,  the  emission  of 
light  by  the  sample  is  stimulated  by  focusing  the  coherent  radiation  from  a 
ruby  laser  through  a  microscope  to  a  place  where  the  solid  sample  is  located. 
This  very  high  concentration  of  light  generates  intense  local  heat,  and  vaporizes 
a  sample  in  a  fraction  of  a  second.  Cross  excitation  of  the  sample  vapor  is 
provided  by  the  self -triggering  of  a  gap  between  two  electrodes  kept  under  high 
voltage  which  causes  further  excitation  of  the  already  partially  excited  vapor. 

By  superimposing  several  cross  excited  laser  shots,  an  emission  spectrum  can 
be  obtained  with  any  commercially  available  spectrograph.  Most  of  the  research 
on  the  use  of  the  laser  in  emission  spectroscopy  was  performed  with  the  Laser 
Microprobe  using  the  auxiliary  cross  excitation  (l).  The  prime  concern  of 
the  researchers  was  application. 

The  major  objection  with  performing  any  basic  research  with  the  system 

just  described  is  that  the  laser  and  spark  excitation  are  combined.  The  spectra 

produced  by  this  method  is  not  very  reproducible  because  of  the  many  variables 

entering  into  the  two  combined  excitation  processes.  Difficulties  are  caused 

by  the  introduction  of  impurities  present  in  carbon  electrodes  into  the  vapor. 

Also  several  regions  of  the  spectrum  are  made  unavailable  because  interfering 

emission  lines  and  bands  are  emitted  by  the  electrodes  during  excitation.  The 

Laser  Microprobe  is  used  without  cross  electrodes  for  this  research  program 
so  the  only  excitation  of  vapor  is  that  produced  by  the  laser. 
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The  primary  concern  of  the  research  is  not  on  the  application  of  laser 
induced  spectral  analysis.  A  study  is  made  on  the  mechanisms  and  factors 
entering  into  the  interaction  and  excitation  processes  which  affect  quantitative 
analysis  by  the  laser.  A  quantitative  analysis  of  aluminum  and  iron  alloys 
with  the  simple  laser  is  performed. 

In  the  experimental  work  the  first  effort  was  directed  toward  a  study  of 
the  impact  of  the  light  pulse  on  various  materials.  The  pulse  shape  and  power 
of  the  Laser  Microprobe  is  monitored  with  the  equipment  shown  in  Fi  gure  5, 

The  pulse  shape  and  power  of  the  Laser  Microprobe  depends  on  the  power 
applied  to  the  150  uf  power  supply.  An  increase  in  joules  input  leads  to  an 
increase  in  joules  output  (Table  I).  Figures  6A  and  6B  illustrate  the  cha*  ge 
in  the  pulse  shape  as  the  voltage  applied  to  the  capacitor  bank  is  increased. 

The  threshold  voltage  is  3050  volts.  Up  to  200  volts  beyond  threshold  a 
reproducible  single  pulse  is  produced.  At  3300  volts  the  pulse  shape  changes 
randomly  from  a  single  to  a  multiple  spike.  There  is  a  variation  in  pulse 
shape  and  total  pulse  power.  At  a  fixed  voltage  above  3350  the  total  power 
output  remains  virtually  the  same,  but  the  pulse  shape  varies  with  each  firi  ag 
of  the  laser.  The  peak  power  of  a  single  pulse  is  about  3  megawatts.  The  pulse 
duration  and  power  increase  with  increasing  applied  voltage. 

When  the  laser  beam  is  focused  on  certain  pure  metals  (99.  9%  or  greater 
purity)  all  cut  to  the  same  dimensions,  a  small  amount  of  material  is  melted 
and  vaporized.  A  multiple  spike  laser  having  a  total  output  of  approximately  0.  7 
joule  interacted  with  19  metals,  and  produced  the  crater  volumes  given  in  Table  II. 
The  reproducibility  of  the  measurements  are  expressed  in  terms  of  coefficient  of 

variation.  The  crater  dimensions  given  in  Table  II  and  the  photographs  of  the 
laser  craters  shown  in  Figures  7A  and  7B  are  obtained  with  a  Carl  Zeiss 
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Ultraphot  II  microscope  with  camera  attachment.  Figure  7A  contains 
a  photograph  of  the  crater  diameter  measuring  scale.  The  crater 
volumes  depend  on  the  thermal  conductivities  and  melting  points  of 
the  solids.  High  thermal  conductivity  and  low  melting  point  favor 
a  large  crater  volume.  The  physical  properties  of  the  target  metals 
are  given  in  Table  III.  The  photographs  given  in  Figure  7  indicate 
that  materials  with  large  craters  such  as  Pb  or  Al  show  some  spillage 
of  material,  while  metals  such  as  Cd,  Cu,  or  Zn  show  considerable 
spillage.  For  higher  melting  materials  such  as  Fe  and  Ta,  the  photo¬ 
graphs  suggest  that  an  explosion  took  place  from  within  and  the 
melted  material  deposited  itself  on  the  sides  of  the  crater.  These  and 
other  photographs  indicate  that  a  large  portion  of  the  material  that 
leaves  the  craters  is  in  the  liquid  and  solid  form. 

The  energy  in  joules  necessary  to  vaporize  the  material  within 
each  crater  volume  is  given  in  Table  IV.  The  values  for  the  sublim¬ 
ation  energies  are  taken  from  Honig  (5),  and  are  based  on  vapor  pres¬ 
sure  measurements.  In  all  cases  the  available  energy  (0.7  joule)  is 
far  greater  than  any  of  the  values  found  in  Table  IV. 

The  data  in  Table  V  shows  that  as  the  total  power  output  of  the 
laser  increases,  there  is  an  increase  in  the  crater  diameter  for  a 
given  element . 

Photographs  of  the  emission  lines  produced  in  the  region  2500 
to  3300A0  by  direct  laser  excitation,  and  cross  excitation  of  the  laser 
induced  vapor  by  carbon  electrodes  are  given  in  Figures  8A,  8B,  and 
8C  for  all  of  the  elements  for  which  crater  volumes  are  measured.  At 
0.7  joule  output,  it  was  found  experimentally  that  six  superimposed 
laser  shots  were  needed  to  bring  out  the  emission  lines  produced  by 
direct  laser  excitation  while  only  one  shot  was  required  when  the  cross 
excitation  method  was  used.  The  emmission  lines  produced  by  direct 
laser  excitation  of  twelve  elements  are  marked  and  identified.  The 
energies  required  to  produce  the  electron  transitions  are  also  recorded 
(6).  This  data  is  summarized  in  Table  VI. 


In  Table  VI  the  laser-produced  emission  lines  of  twelve 
elements  are  compared  to  those  obtained  by  Corliss  and  Bozman  (7) 
for  the  same  twelve  elements.  Corliss  and  Bozman  and  Bozman  used 
a  Cu  arc  maintained  at  5100°  +  110°K  as  an  excitation  medium. 

Emission  lines  which  appear  for  both  laser  and  DC  Cu  arc  excitation 
are  marked  by  a  P.  If  a  laser-produced  line  is  self  reversed,  it 
is  indicated  in  the  first  column  of  the  tables  by  an  R. 

The  emission  lines  resulting  from  the  arcing  of  each  of  the 
twelve  elements  in  a  Cu  matrix  have  very  lev;  excitation  energies, 
and  seldom  exceed  8.0  electron  volts  (ev) .  Laser-produced  emission 
lines  having  excitation  energies  between  10  and  15  ev  are  quite 
common  for  metals  having  high  melting  points  or  high  thermal  con¬ 
ductivities.  Emission  lines  having  excitation  energies  as  high  as 
20  ev  also  appear  for  these  metals.  Low  melting  or  low  thermal 
conductivities  metals  exhibit  similar  emission  lines  during  laser 
and  DC  arc  excitation.  The  excitation  energies  seldom  exceed  8  ev. 

Howe  (8),  studying  the  interaction  of  laser  light  with  carbon,  reports 
temperatures  as  high  as  10,000°K.  Honig  (9,10)  reports  surface 
temperatures  of  5600°,  7200,  and  9500°K  for  Ge,  Fe  and  Ta  respectively. 
The  vapor  temperature  reached  by  high  conductivity  or  high  melting 
metals  probably  is  in  excess  of  7000°K  while  that  of  low  melting  and 
low  conductivity  metals  is  closer  to  the  Cu  arc  temperature. 

For  many  of  the  laser-produced  emission  lines,  the  intensity 
near  the  center  of  the  line  showed  self-absorption.  Self-absorption 
was  exhibited  by  all  of  the  metals  having  large  laser -produced  crater 
volumes.  For  the  coinage  metals  such  as  Ag,  Au  and  Cu,  the  self¬ 
absorption  was  less.  Elements  such  as  Pt,  Fe,  or  W  showed  only  a 
limited  amount  of  self -absorption.  The  widths  of  the  laser-produced 
spectral  lines  also  decreased  in  a  similar  manner. 
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The  emission  lines  produced  by  laser  interaction  are  consider¬ 
ably  wider  than  can  be  explained  by  Doppler  broadening  and  are 
probably  due  to  collisional  and  pressure  broadening.  Far  extreme 
cases  of  self  absorption  such  as  that  observed  in  Figures  8A  and  8B, 
the  intensity  near  the  center  of  the  line  is  almost  wholly  absorbed. 
The  self  absorption  is  not  symmetrical  and  usually  is  greatest  on 
the  long  wavelength  side  of  the  line  during  laser  excitation. 

Model  for  Interaction  of  a  Laser  Beam  with  a  Solid 

For  ordinary  lasers,  the  vaporizing  process  can  be  described 
by  a  conventional  boiling  treatment  (11).  When  a  giant  pulse  laser 
beam  interacts  with  a  solid,  heat  absorption  occurs  too  rapidly  for 
a  treatment  based  on  conventional  boiling  to  be  applicable.  For 
example,  if  we  take  the  data  given  in  Table  IV,  and  assume  that  the 
laser  output  is  0.7  joules,  the  crater  volumes  expected  for  each 
of  the  metals  can  be  calculated  from  a  conventional  boiling  treat¬ 
ment.  No  correlation  exists  between  the  expected  crater  volumes 
and  those  obtained  experimentally. 

The  vaporization  of  a  solid  by  a  giant  pulse  laser  beam  is 
described  adequately,  by  a  phenomenonalogical  model  given  by  Ready  (11)  . 

Ready  tried  to  estimate  the  probable  temperature  of  the  target 
surface  as  a  function  of  time  when  a  Q  switched  laser  of  30  magawatt 
peak  power  and  45  nanosecond  duration  is  focused  on  a  carbon  block 
in  air.  The  temperature  pulse  at  the  surface  of  carbon  was  calculated 
by  solving  the  equation  for  linear  heat  flow  when  heat  is  produced 
in  a  thin  layer  near  the  surface  of  the  material  at  the  rate a^f (t )exp. 
Kx)  by  laser  radiation,  where  f(t)  is  the  power  density  of  the 
focused  laser  beam  at  the  surface  of  carbon,  is  the  absorption  co¬ 
efficient  of  carbon,  and  x  is  the  distance  from  the  surface  (11). 

*he  shape  of  the  calculated  temperature  pulse,  and  the  shape  assumed 
for  the  laser  pulse  are  given  in  the  above  reference. 
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RcMy  supports  his  work  on  the  calculated  temperature-time  pulse  by  his 
high  speed  camera  studies  of  the  developmecit  of  the  laser-produced  plume  which 
show  a  considerable  delay  between  peak  surface  temperatures  and  emission  of 
the  vaporized  material  (12).  An  Electro-Optical  Instrument  Model  KFC-600/B 
high  speed  framing  camera  was  used  to  photograph  successive  states  in  the 
development  of  the  plume  produced  by  the  laser  interacting  with  carbon.  Photo¬ 
graphs  taken  show  the  following  sequence  of  events: 

Time 

(nanoseconds)  Photographic  Observations 


20 


No  emission 


45 

70 

820 


Bright  spot  just  appearing 

Considerable  development  of  the  plume 

Plume  diminished  in  brightness,  but 
still  appearing. 


Similar  studies  show  that  the  maximum  brightness  of  the  plume  occurs  120 
nanoseconds  after  the  start  of  the  laser  pulse,  and  the  plume  fades  slowly  after 
that.  Ready  (11)  estimates  that  the  velocity  of  the  front  surface  of  the  developing 
plume  is  2  x  10^  cm/ sec.  . 

Ready's  (12)  photographs  show  that  the  emission  of  vaporized  material  does 
not  begin  until  the  temperature  pulse  has  declined  from  its  peak  value.  He 
interprets  this  de*ay  as  providing  tentative  support  for  his  phenomenological  model 
of  the  vaporization  produced  by  a  giant  pulse  laser  beam.  The  essential  features 
of  his  model  are  as  follows:  subsurface  particles  in  the  solid  reach  vaporization 
temperature  before  the  surface  particles  have  absorbed  their  latent  heat  of 
vaporization.  A  pulse  of  high  pressure  develops  and  the  material  is  superheated 
until  the  temperature  reaches  above  the  critical  point.  At  this  point  there  is  no 
longer  any  distinction  between  the  superheated  solid  and  highly  condensed  gas. 

The  emission  of  the  vaporized  material,  which  is  delayed  relative  to  the  peak  of 
the  temperature  pulse  at  the  surface  proceeds  like  a  thermal  explosion  (12). 

When  light  is  absorbed  in  metals  by  internal  photo  effect,  electrons  are 
raised  to  higher  energy  levels  in  the  conduction  band  (11). 
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Heat  is  produced  by  collisions  of  the  excited  electrons  with  the 

lattice.  Since  the  collision  times  of  good  conductors  are  in  the  order 

of  10  ^  to  10  ^  seconds  and  the  laser  pulse  durations  are  in  the 
-9 

order  of  10  seconds,  the  light  can  be  considered  as  being  converted 
directly  to  heat.  The  photographs  of  the  laser -produced  craters 
given  in  Figure  7  support  Ready's  vaporization  theory  (11)  that  an 
explosion  type  phenomenon  occurrs  from  within  when  the  laser  light 
strikes  a  solid.  The  vaporization  mechanism  explains  the  volumes 
of  the  craters  reported  in  Table  IV.  The  depth  of  penetration  of  the 
laser-produced  craters  probably  depends  on  the  melting  point  and 
absorption  coefficient  of  the  target  material  for  laser  light.  The 
crater  size  will  depend  on  how  much  energy  is  used  in  the  melting 
process,  and  the  amount  of  time  before  a  thermal  explosion  takes 
place.  For  low  melting,  high  boiling  elements  such  as  Pb,  In,  Sn, 
and  Al  the  depth  of  penetration  is  considerable.  For  low  melting, 
low  boiling  elements  such  as  Cd  cr  Zn  the  depth  of  penetration  is 
less.  The  thermal  conductivity  of  the  material  is  very  important 
for  it  probably  prolongs  the  time  before  a  thermal  explosion  takes 
place  by  transferring  heat  from  hot  to  cold  areas. 

The  experimental  data  obtai ned  with  the  Laser  Microprobe  eluci¬ 
dates  the  excitation  mechanism  in  the  rising  vapor  plume.  After 
the  thermal  explosion,  the  expanding  vapor  is  optically  dense  and 
only  surface  black  body  radiation  is  observed.  As  the  vapor  expands 
outward,  the  plume  becomes  optically  transparent  and  line  spe  ±ri 
can  be  seen.  Excitation  in  the  rising  vapor  takes  place  by  joule 
heating  and  the  inelastic  collisions  of  atoms  and  electrons  in  vapor¬ 
ized  material  of  high  temperature  and  low  volume.  Because  of  the  high 
pressure  and  the  constricted  volume,  there  is  a  large  amount  of  col- 
lisional  and  pressure  broadening  of  the  emission  lines.  Surrounding 
the  central  hot  core  of  the  expanding  vapor  is  a  cooler  outer  fringe 
which  contains  atoms  in  the  ground  or  low  energy  states.  Lines  of 
given  element  radiate  out  through  the  absorbing  fringe  where  elements 


of  the  same  kind  may  absorb  this  radiation,  thus  many  lines  are  self  reversed. 
When  a  multiple  pulse  laser  beam  is  used  for  analysis,  interaction  of 
the  laser  light  with  the  rising  vapor  plume  must  be  considered.  The  vapor 
produced  by  the  first  spike  is  still  present  and  radiating  0.  5  microseconds 
after  the  start  of  the  pulse.  Part  of  the  energy  of  a  second  spike  is  consumed 
in  the  excitation  of  the  partially  radiating  vapor  produced  by  the  first  spikes. 
The  net  result  is  that  the  integrated  intensity  of  the  spectran  is  greater  than 
would  be  observed  without  interaction  (Table  VII). 
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Quantitative  Analysis  of  Aluminum  Alloys 

A  quantitative  analysis  of  five  different  sets  of  aluminum  alloys  was 
performed  with  a  laser  and  an  AC  spark  source. 

Two  basic  requirements  for  quantitative  spectrochemical  analysis,  which 
employs  a  photographic  plate  or  film  as  a  spectrum  recording  device,  are  a 
calibration  curve  for  the  plate  or  film  emulsion,  and  a  working  curve  for  the 
element  whose  concentration  is  sought.  A  calibration  curve  for  a  103-0 
photographic  emulsion  is  given  in  Figure  10,  It  was  obtained  from  a  sectored 
iron  arc  spectrum.  The  ratio  of  successive  steps  of  the  sector  is  1.  595  to  1. 
The  conditions  and  data  used  for  the  construction  of  the  calibration  curve  are 
given  in  Table  VIII. 

Working  curves  are  constructed  by  plotting  the  relative  intensity  ratio  of 
an  element  spectrum  line  and  a  matrix  line  of  equivalent  characteristics  versus 
element  concentration  on  a  log-log  basis.  For  a  particular  element  the  working 
curve  usually  changes  slope  according  to  the  matrix  in  which  the  element  is 
found  when  an  AC  spark  or  DC  arc  is  used  as  an  excitation  source. 

1 3 

In  a  paper  delivered  in  College  Park  Maryland  in  June  1962,  Arno  Arrak 
demonstrated  that  one  of  the  major  causes  of  changing  slopes  is  the  variable 
surface  oxidation  rates  of  alloys  which  are  caused  by  the  presence  of  different 
ratio  of  impurities  within  the  alloy.  He  eliminated  the  high  temperature  surface 
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oxidation  by  using  an  inert  atmosphere  spark  chamber.  A  so  called 
"black  burn"  which  is  indicative  of  no  oxide  formation  is  reported 
with  both  nitrogen  and  argon.  Universal  analytical  curves  valid 
for  all  ferrous  alloys  are  constructed  by  sparking  low  and  high 
alloy  steels  in  nitrogen  and  argon  under  conditions  producing  a 
black  burn.  Allowance  is  made  for  variations  of  the  internal 
standard  line  intensity  with  iron  concentration  for  the  higher 
alloy  steels. 

When  a  laser  beam  interacts  with  a  solid,  the  vapor  rises 
so  rapidly  that  the  surface  oxidation  which  occurs  with  a  DC  arc 
or  an  AC  spark  source  does  net  begin  until  the  material  leaves 
the  crater.  Curves  of  impurity  concentration  against  relative 
intensity  should  have  the  same  slope  as  long  as  the  concentration 
of  base  material  remains  virtually  the  same.  Working  curves  for 
five  impurities  present  in  five  different  sets  of  aluminim  alloys 
(%A1>S0)  are  constructed  by  using  the  Al(3059)  and  A1  (3050)  as 
internal  standard  lines  for  the  spark  source  and  laser  source 
respectively.  In  Figure  11A  to  HE  the  working  curves  from  the 
two  different  sources  are  compared.  Six  superimposed  laser  shots 
are  needed  to  bring  out  the  laser  induced  spectra.  Table  IX 
gives  the  concentration  of  the  aluminum  alloys.  The  conditions 
and  data  used  for  the  construction  of  the  working  curve  are 
tabulated  in  Table  X  and  XI  for  the  spark  source  and  laser  source 
respectively. 

The  slopes  of  the  working  curves  produced  by  AC  spark  ex¬ 
citation  depend  on  which  set  of  aluminum  standards  the  impurity 
element  is  found.  The  matrix  dependence  of  the  laser-produced 
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working  curves  is  far  less.  The  experimental  results  seem  to 
support  Arrak's  theory  that  surface  oxidation  is  one  of  the 
major  causes  of  changing  slopes.  Working  curves  for  Cu,  Mn,  Si, 
Mg7  and  Pe  are  compared.  The  slopes  of  the  working  curves  pro¬ 
duced  by  laser  excitation  are  much  inferior  to  the  AC  spark 
slopes  in  all  cases.  The  limit  of  detection  is  reduced  by  a 
factor  of  at  least  ten  when  the  laser  is  used  as  a  source.  In 
Table  XII  a  comparison  is  made  of  the  precision  obtainable  by 
the  two  methods.  The  coefficient  of  variation  is  much  higher 
when  the  laser  is  used  as  an  excitation  source. 

The  laser  induced  emission  spectra  of  aluminum  alloys 
contain  very  few  matrix  lines  suitable  for  internal  standards 
since  many  are  extremely  broadened  or  self  reversed.  The  iron 
spectrum  shews  very  little  broadening  or  self  reversal,  and  the 
matrix  lines  are  plentiful.  The  "matrix  effect"  is  studied 
further  by  constructing  working  curves  for  low  and  medium  alloy 
steels. 


Single  and  Multiple  Pulse  Operation 
for  Quantitative  Analysis  of  Iron  Alloys 

Single  and  multiple  pulse  laser  beams  were  used  to  excite 
iron  alloys.  Working  curves  were  prepared  for  imputity  elements 
present  in  five  different  sets  of  iron  alloys. 

In  Figures  12A  to  12D  some  of  the  working  curves  of  impurities 
present  in  5  different  iron  matrices  (XFe>70)  are  compared  for  a 
0.12  and  0.65  joule  laser.  The  concentrations  of  the  iron  alloys 
are  tabulated  in  Table  XIII.  The  conditions  and  data  used  for  the 
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construction  of  the  working  curves  are  reported  in  Table  XIV  and 
XV  for  the  0.12  and  0.65  joule  laser  respectively.  The  following 
are  the  impurity  and  matrix  lines  which  gave  suitable  working 
curves  for  both  single  and  multiple  spikes;  Mn(4041.4)/Fe(4014. 5) s 
Mo ( 3864 . 0) /Fe { 3867 . 2) :  Ni (3461. 7)/Fe (3471 . 3) :  Cr (3368. 2)/Fe(3370.8) . 
Figure  9  shows  the  spectra  resulting  from  3  superimposed  laser 
shots  at  0.65  joules. 

The  slopes  produced  by  the  0.65  joule  laser  are  slightly 
steeper  than  the  0.12  joule  slopes.  This  may  be  due  to  an  increase 
in  line  to  background  ratio  caused  by  the  interaction  of  laser 
light  with  the  rising  vapor  plume.  The  precision  obtainable 
with  the  two  methods  is  given  in  Table  XVI.  A  greater  precision 
can  be  achieved  when  one  superimposes  20  single  spike  laser  shots. 

This  is  probably  due  to  a  reproducible  single  laser  pulse  and  a 
better  statistical  averaging  of  the  spectra. 

The  "matrix  effect"  seems  to  be  absent  from  both  the  single 
and  multiple  spike  operation.  However,  if  a  working  curve  is 
constructed  for  the  single  spike  operation  it  cannot  be  used 
when  a  multiple  spike  is  selected  for  analysis.  If  the  pulse 
power  is  kept  constant,  the  relative  intensity  ratio  does  not 
change  when  the  number  of  laser  shots  is  varied  once  the  inertia 
of  the  emulsion  has  been  overcome.  This  can  be  seen  if  reference 
is  made  to  Table  XVII.  If  a  log-log  plot  of  relative  intensity 
against  number  of  laser  shots  is  made  for  any  one  of  the  four 
impurity  lines  studied  and  its  corresponding  internal  standard 
line,  two  parrallel  lines  are  obtained  (Figure  13). 


It  takes  8  superimposed  laser  spectra  to  overcome  the  inertia 
of  the  103-0  emulsion  if  the  total  output  of  the  laser  is  0.12 
joules,  and  2  superimposed  spectra  if  the  total  output  of  the 
laser  is  0.65  joules. 
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DISCUSSION 


In  this  project  the  ruby  laser  has  been  utilized  as  a  useful 
excitation  source  for  quantitative  emission  spectroscopy.  The 
experimental  observations  and  the  possibilities  of  improving  the 
laser  excitation  source  are  discussed. 

Conclusions 

A  quantitative  analysis  of  aluminum  and  iron  alloys  was 
achieved  with  the  Laser  Microprobe  as  an  excitation  source.  The 
slopes  of  the  working  curves  for  impurity  elements  present  in 
aluminum  and  iron  alloys  are  not  matrix  dependent.  Further 
research  could  be  conducted  to  improve  the  precision,  sensitivity 
and  detection  limits  of  the  laser  excitation  source. 

Quantitative  analysis  performed  by  direct  laser  excitation 
should  be  restricted  to  high  melting  metals.  When  the  laser  beam 
interacts  with  high  melting  metals  it  produces  small  craters,  and 
the  excited  atoms  emit  a  normal  spectra.  Large  craters  are 
produced  when  the  laser  beam  interacts  with  low  melting  or  high 
conductivity  metals.  In  this  case  excited  atoms  emit  spectral 
lines  which  are  extremely  broadened  and  self  reversed.  A  model 
for  the  interaction  and  excitation  process  has  been  proposed 
which  explains  the  experimentally  observed  data.  The  model  holds 
for  both  single  and  multiple  pulse  operations. 


19 


The  emission  lines  produced  by  laser  excitation  are  very  weak 
and  several  spectza  must  be  superimposed  to  overcome  the  inertia 
of  the  emulsion.  A  fast  spectrograph  and  photographic  emulsion 
must  be  used  to  record  the  resulting  spectra.  It  is  very  important 
in  quantitative  analysis  that  the  pulse  shape  and  power  be  known, 
thus  the  laser  output  should  be  monitored. 

The  pulse  shape  and  power  of  the  Laser  Microprobe  determines 
the  crater  size  and  intensity  of  the  spectra  for  a  given  element. 
The  beam  parameters  of  the  Laser  Microprobe  depend  upon  the  power 
applied  to  the  power  supply  capacitors.  When  the  electrical  input 
is  less  than  250  volts  above  the  threshold  voltage  a  single  spike 
with  some  trailing  light  is  obtained.  If  the  electrical  input  is 
greater  than  250  volts  above  threshold  a  multiple  spike  laser  beam 
results,  whose  pulse  shape  veries  in  a  random  manner. 

The  shape  and  power  of  a  single  spike  laser  beam  (0.12  joules) 
can  be  reproducible  (+10%)  ,  however,  the  spectra  is  so  weak  that  20 
shots  must  be  superimposed  to  determine  impurities  present  even  in 
fairly  high  concentrations.  The  total  power  output  from  a  multiple 
spike  laser  beam  (0.65  joules)  is  fairly  reproducible,  but  the 
pulse  shape  changes  in  a  random  manner.  Three  superimposed  laser 
shots  at  the  0.65  joule, level  are  equivalent  to  20  superimposed 
shots  at  the  0.12  joule  level.  Multiple  spike  operation  involves 
interaction  of  laser  spikes  and  laser  produced  vapor  so  the  ex¬ 
citation  mechanism  will  be  affected  by  the  pulse  shape. 

The  Laser  Microprobe  has  been  utilized  as  a  useful  excitation 
source  for  quantitative  emission  spectroscopy.  The  inherent 
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excitation  mechanism  of  the  ruby  laser  which  is  matrix  independent 
provides  a  strong  incentive  to  continue  a  research  effort  to  im¬ 
prove  the  quality  of  the  spectra  which  it  produces.  Other  analysis 
which  the  laser  could  perform  that  would  be  difficult  for  con¬ 
ventional  sources  are  the  analysis  of  micro  inclusions  in  solids; 
the  analysis  of  nonce  iducting  solids  such  as  glass,  diamond  and 
ceramics;  and  construction  of  profile  distribution  curves  for 
impurities  in  solids. 

Improvements  of  the  Laser-Produced  Working  Curves  and  Spectra 

The  matrix  lines  of  low  melting  or  high  conductivity  metals 
show  substantial  broadening.  When  measuring  the  photographic 
blackening  of  an  emission  line  the  peak  transmission  values  are 
recorded  and  cmnyierted  to  intensity  readings  from  a  previously 
prepared  emulsion  calibration  curve.  For  laser  induced  excitation 
a  given  impurity  line  may  become  broader,  rather  than  darker  as  the 
concentration  of  the  impurity  increases.  For  these  particular 
lines  the  integrated  area  within  the  transmission  curve  is  more 
representative  of  the  concentration  than  the  peak  transmission. 

By  using  an  mtegrater  when  preparing  calibration  and  working 
curves  it  may  be  possible  to  improve  the  slopes  of  the  working 
curves  resulting  from  laser  excitation. 

The  ability  of  a  gas  to  retard  the  expansion  of  an  atomic 

metal  vapor  depends  on  the  molecular  weight  of  the  gas  and  metal 

atoms,  and  their  collisional  cross  sections.  The  stopping  power 
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of  argon  is  about  five  times  as  great  as  that  of  nitrogen  so 


that  ground  state  emission  lines  which  show  self  reversal  in  air 
may  have  a  normal  shape  in  an  argon  atmosphere  because  the  vapor 
is  not  allowed  to  expand  and  cool.  The  number  of  collisions 
between  atoms  is  greater  in  argon  since  the  vapor  is  confined  to 
a  smaller  area;  thus,  photographic  line  intensity  should  increase. 

By  constructing  a  high  pressure  gas  chamber  and  employing  a  high 
molecular  weight  inert  gas  such  as  xenon,  it  may  be  possible 
to  reduce  some  of  the  self  absorption  and  line  broadening  that 
occur  when  a  laser  interacts  with  a  low  melting  or  high  conductivity 
metal. 


Table  7 


Changes  in  Pulse  Duration  and  Power  with  Increasing 

Voltage  Input 


Applied 

Voltage 

Pulse  Duration 
(Nanoseconds) 

Joules  1 
Input 

Joules 

Output 

3050 

no  pulse 

700 

0 

3100 

40 

720 

0.03 

3150 

40 

745 

0.06 

3200 

45 

770 

0.09 

3250 

50 

790 

0.12 

3350 

1000 

840 

0.30 

3480 

1500 

915 

0.54 

3600 

2000 

970 

0.64 

2 

1.  Joules  Input  -  1/2  CV  ,  where  C  =  150  uf 


I 


Table  II 


Volume  of  Craters  Produced  bv  a  0.7  Joule  Laser  Beam 


Average3, 

2 

Average 

2 

Average3 

Width 

Coefficient  • 

Depth 

Coefficient 

Volume  (10  ) 

Element  (Microns) 

of  Variation 

(Microns) 

of  Variation 

(.Cm2)  _  . 

In 

202 

14.2 

118 

16.1 

126.0 

Pb 

161 

6.96 

75 

16.9 

50.8 

Sn 

129 

5.38 

54 

15.6 

2375 

A1 

119 

7.09 

61 

20.3 

22.6 

Mg 

119 

10.7 

60 

9.55 

22.2 

Cd 

114 

9.30 

42 

20.8 

14.3 

Ag 

108 

8.94 

39 

24.7 

11.9 

Cu 

100 

13.5 

39 

22.4 

10.2 

Au 

98 

12.0 

36 

10.1 

9.05 

Zn 

98 

9.22 

35 

13.4 

8.80 

Ge 

89 

11.9 

45 

30.0 

8.29 

Si 

89 

12.2 

36 

12.6 

7.46 

Pd 

90 

13.4 

35 

18.3 

7.44 

Pt 

82 

15.7 

31 

18.3 

5.45 

Ni 

81 

17.5 

30 

26.3 

5.15 

Fe 

80 

17.0 

30 

28.1 

5.03 

Mo 

76 

15.1 

29 

23.9 

4.37 

Ta 

74 

13.0 

28 

21.5 

4.02 

W 

75 

13.1 

28 

21.5 

4.13 

Each  value  represents  the  mean 

for  12  laser 

craters. 

2 

Coefficient  of 
a  percentage 

variation  is  the  standard  deviation  expressed  as 
of  arithmetic  mean  (15) . 

3 

Average  volume 
laser  crater, 

where  r  is  the 

is  calculated  by  assuming  a 

V  =  -rr2h/3 

radius,  and  h  is  the  height 

conical  shape  for  the 

of  the  crater. 
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iSr? 


Volume  =  (atomic  weight  of  element) / (density) . 


Table  IV 


Thermal  Data  for  Certain  Elements 


Energy  in  Joules 


Metal  " 

Sublimation  Energy (5) 
(Kcal/mole) 

Crater 

Volutoe  (108) 
(Cm3) 

Necessary  to 
Evaporate  Material 
in  Crater  Volume 

In 

57 

126 

0.019 

Pb 

46.8 

50.8 

0.0055 

Sn 

72.0 

23.5 

0.0044 

A1 

77.5 

22.6 

0.0074 

Mg 

35.4 

22.2 

0.0024 

Cd 

26.78 

14.3 

0.0012 

Ag 

68.2 

11.9 

0.0033 

Cu 

81.0 

10.2 

0.0049 

Au 

84.7 

9.05 

0.0032 

Zn 

31.22 

8.80 

0.0013 

Ge 

92 

8.29 

0.0024 

Si 

105 

7.46 

0.0029 

Pd 

94 

7.44 

0.0033 

Pt 

134.8 

5.45 

0.0034 

Ni 

101.2 

5.15 

0.0033 

Fe 

99 

5.03 

0.0028 

Mo 

157.5 

4.37 

0.0031 

Ta 

186.8 

4.02 

0.0029 

W 

200 

4.13 

0.0036 

1  The 

values  in  the  last  column 

are  calculated 

from  the  formula, 

W  =  4.2  x  103  H  V/v 

s 


where  *<HS  is  the  sublimation  energy  in  Kcal/mole,  V  is  the 
crater  volume,  and  v  is  the  atomic  volume  (See  table  VI  for 
atomic  volume  values) . 


Table  V 


Crater 

Diameter 

(Microns)  as 

a  Function  of 

Joules  Output 

Joules 

Output 

Pb 

.Sn 

A1 

Cd 

Cu 

Fe 

0.12 

91 

75 

74 

68 

65 

35 

0.30 

121 

87 

83 

81 

78 

48 

0.54 

143 

118 

110 

102 

91 

65 

0.65 

160 

130 

120 

115 

100 

80 

Table  VI 


Wavelength  Tables  of  Spectrum  Lines  Observed 
When  a  0.7  Joule  Multiple  Spike  Laser  Interacts  With  a  Solid 


Table  VI  A  -In 


Self 

Reversed 

Lines 

Plate 

Identification 
Number (Fig.  8A) 

Wavelength 

<*) 

Excitation 
Energy (6) 

(ev) 

Lines  Present 
in  Cu  Arc 
Spectrum (7) 

R 

1 

2560.2 

4.81 

P 

R 

2 

2601.8 

5.01 

P 

R 

3 

2710.3 

4.81 

P 

R 

4 

2713.9 

4.81 

P 

R 

5 

2753.9 

5.01 

P(2775.4) 

6 

2836.9 

P (2858 . 1) 

7 

2890.2 

R 

8 

2932.6 

4.47 

P 

9 

2941.1 

10 

2957.0 

P 

11 

2982.9 

12 

3008.3 

R 

13 

3039.4 

4.1 

P 

14 

3048.4 

15 

3059.9 

16 

3182.0 

R 

17 

3256.0 

4.1 

P 

R 

18 

3258.0 

4.1 

P 

Table  VI  B  -  Ph 


Self 

Reversed 

Lines 

Plate 

Identification 

Number 

Wavelength 

.  (A) 

Excitation 

Energy 

(ev) 

Lines  Present 
in  Cu  Arc 
Spec t rum 

R 

1 

2577.3 

6.09 

P 

R 

2 

2613.7  -  2614.2 

5.68 

P 

3 

2628.3  II 

P 

4 

2657.1 

5.60 

P 

R 

5 

2663.2 

P 

R 

6 

2802.0 

5.67 

P 

R 

7 

2823.2 

5.67 

P 

R 

8 

2833.1 

4.4 

P 

R 

9 

2873.3 

5.60 

P 

10 

3034.0 

R 

11 

3043.9 

12 

3137.8 

R 

13 

3176.5 

P 

14 

3262.4 

6.38 

Table  VI  C  -  Sn 


Self 

Reversed 

Lines 

Plate 

Identification 

Number 

Wavelength 

(A) 

Excitation 

Energy 

(ev) 

Lines  Present 
in  Cu  Arc 
Spectrum 

1 

2571.6 

5.88 

P 

2 

2594.4 

P 

3 

2632.0 

4 

2637.0 

6.82 

5 

2660.0 

6 

2661.3 

4.86 

P 

R 

7 

2706.5 

4.78 

P 

8 

2779.8 

5.52 

P 

9 

2785.0 

5.51 

P 

K 

10 

2813.6 

5.47 

P 

R 

11 

2840.0 

4.78 

P 

R 

12 

2850.6 

5.41 

P 

R 

13 

2863.3 

4.32 

P 

14 

15 

2913.5 

6.38 

P 

R 

16 

3009.2 

4.33 

P 

R 

17 

3034.1 

4.30 

P  ( 3032 . 8) 

18 

3141.8 

6.06 

P 

R 

19 

3175.0 

4.33 

P 

20 

3247.5  Cu 

R 

21 

3262.3 

4.87 

P 

22 

3274.0  Cu 

23 

3283.5  II 

11.06 

24 

3330.6 

4.79 

P 

25 

3352.4 

Table  VI  D  -  Al 


Self 

Reversed 

Lines 

Plate 

Identification 

Nuriber 

Wavelength 

(A) 

Excitation 

Energy 

(ev) 

Lines  Present 
in  Cu  Arc 
Spectrum 

R 

1 

2561  0 

4.81 

P 

R 

2 

2575. 1* 

4.81 

P 

3 

2631.o  II 

15.30 

R 

4 

2652.5 

4.66 

p 

R 

5 

2660.4 

4.66 

P 

6 

2795.5 

7 

2802.7 

8 

2816.2  II 

11.82 

3 

2852.1 

10 

3050.1 

7.65 

11 

3054.7 

7.65 

12 

3057.2 

7.66 

13 

3059.0 

7.65 

14 

3060.0 

7.65 

15 

3064.3 

7.65 

16 

3066.2 

7.65 

R 

17 

3082,2 

4.02 

P 

R 

18 

3092.7 

4.02 

P 

ui  Table  VI  E  -  Mg 


Self 

Reversed 

Lines 

Plate 

Identification 

Number 

Wavelength 

(A) 

Excitation 

Energy 

(ev) 

Lines  Present 
in  Cu  Arc 
SDectrum 

R 

1 

2776.7 

7.17 

P 

R 

2 

2778.3 

P 

R 

3 

2779.8 

P 

R 

4 

2781.4 

7.17 

P 

R 

5 

2783.0 

P 

R 

6 

2790.8  II 

8.86 

R 

7 

2795.5  II 

4.43 

R 

8 

2798.1  II 

8.86 

R 

9 

2802.7  II 

4.42 

R 

10 

2852.1 

4.34 

P 

11 

2915.5 

12 

2928.8  II 

8.62 

13 

2936.5  II 

8.65 

R 

14 

3096.9 

6.72 

15 

3321.0 

P 

16 

3336.7 

6.43 

P 

Table 

VI  F  -  Cd 

Self 

Plate 

Excitation 

Lines  Present 

Reversed 

Identification 

Wavelength 

Energy 

in  Cu  Arc 

Lines 

Number 

(A) 

(ev) 

Spectrum 

1 

2573.1  II 

2 

2748.6  II 

10.28 

3 

2336.9 

8.1 

P 

4 

2881.0 

8.1 

P 

5 

2980.6 

8.1 

P 

6 

3133.2 

7.76 

P 

7 

3250.2  II 

8 

3261.1 

3.30 

P 

Table  VI  0  -  to 


Self 

Plate 

Excitation 

Lines  Present 

Reversed 

Identification 

Wavelength 

Energy 

in  Cu  Arc 

Lines 

Number 

(A) 

Spectrum 

1 

2580.7  II 

14.98 

2 

2606.2  II 

14.94 

3 

2614.6  II 

15.51 

4 

2660.5  II 

10 . 36 

5 

2681.4  II 

14.98 

6 

2711.2 

15.71 

7 

2721.8 

6. 1:5 

8 

2732.9  II 

9.93 

9 

2756.5  II 

10.18 

10 

2767.5 

11 

2799.7  II 

14.98 

12 

2815.5  II 

15.54 

13 

2824.4 

8.13 

14 

2873.7  II 

15.51 

15 

2896.5  II 

15.54 

16 

2902.1  II 

14.98 

17 

2929.4  II 

9.93 

18 

2934.2  II 

14 . 94 

19 

2938.6  II 

14.98 

20 

3180.7  II 

14.08 

21 

3247. S 

22 

3274.0 

23 

3280.7 

3.78 

24 

25 

3382.9 

3.66 

P 


Table  VI  H  -  Cu 


Self 

Reversed 

Lines 

Plate 

Identification 

Number 

Wavelength 

(A) 

Excitation 

Energy 

Lev) 

Lines  Present 
in  Cu  Arc 
Spectrum 

1 

2590.5  II 

10.93 

2 

2598.8  II 

10.7 

3 

2600.3  II 

10.96 

4 

2618.4 

6.12 

P 

6 

2689.3  II 

10.7 

7 

2701.0  II 

10.96 

8 

2703.2  II 

10.93 

9 

2713.5  II 

10.70 

10 

2718.8  II 

10.96 

11 

2766.4 

.6.12 

P 

12 

2768.9 

9.55 

13 

2824.4 

5.78 

P 

14 

2882.9 

P 

15 

2961.2 

5.57 

P 

16 

2997.4 

5.78 

P 

17 

3010.8 

5.50 

P 

18 

3036.1 

5.72 

P 

19 

3063.4 

5.69 

P 

2G 

3073.8 

5.42 

21 

J094.0 

5.40 

P 

22 

3099.9 

8.83 

23 

3108.6 

8.82 

24 

3126.1 

8.80 

25 

3128.7 

8.93 

26 

3140.3 

8.78 

2~l 

3142.4 

8.92 

28 

3146.8 

8.91 

29 

3194.1 

5.52 

P 

30 

3208.2 

5.50 

P 

31 

3223.4 

9.09 

32 

3224.7 

9.09 

33 

3231.2 

8.94 

34 

3235.7 

9.07 

35 

3243.2 

8.92 

R 

36 

3247.5 

3.82 

P 

Table  VI  H  -Cu  Continued 


37 

3266.0 

9,37 

38 

3268.3 

8.94 

39 

3274.0 

3.78 

40 

3280.0 

5.42 

41 

3282.7 

8-93 

42 

3290.5 

8.84 

43 

3292.8 

5.15 

44 

3307.0 

45 

3317.0 

46 

3319.0 

47 

3335.0 

48 

3349.0 

49 

3365.0 

50 

3381.0 

f 


Table  VI  I  -  Au 


Self 

Reversed 

Lines 

Plate 

Identification 

Number 

Excitation 

Wavelength  Energy 

(A)  (ev) 

Lines  Present 
in  Cu  Arc 
Snectrum 

1 

2590.0 

P 

2 

2641.5 

P 

R 

3 

2676.0  4.63 

P 

4 

2688.7 

P 

5 

2700.9 

P 

6 

2748. 3 

P 

7 

2802.2 

8 

2820.0 

9 

2822.7 

10 

2825.5 

11 

2883.5 

P 

12 

2892.0 

13 

2905.9  I  +  II 

14 

2907.1 

15 

2913.5  II 

16 

2932.2  I  +  II 

17 

2954.4 

18 

2990.3  II 

19 

2995.0  II 

20 

3029. 2 

P 

21 

3033.2 

R 

22 

3122.8  5.10 

P 

23 

3204.7 

24 

3230.6  I  +  II 

25 

3247.5  Cu 

26 

3274.0  Cu 

Table  VI  J  -  Zn 


Self 

Reversed 

Lines 

Plate 

Identification 

Number 

Excitation 

Wavelength  Energy 

_ (1) _  _ (ey) 

Lines  Present 
in  Cu  Arc 
Snectrum 

1 

2558.0 

II 

10.95 

2 

2756.5 

8.50 

P 

3 

2771.0 

8.50 

P 

4 

2800.9 

I  +  II 

8.50 

P 

5 

3018.4 

8.11 

6 

3035.8 

8.11 

7 

3072.1 

8.11 

P 

8 

3075.9 

4.03 

P 

R 

9 

3282.3 

7.78 

P 

R 

10 

3302.6 

7.78 

P 

R 

11 

3345.6 

7.78 

P 

Table  VI  K  -  Ge 


Self 

Plate 

Excitation 

Lines  Present 

Reversed 

Identification 

Wavelength 

Energy 

in  Cu  arc 

Lines 

Number 

(A) 

(ev) 

Spectrum 

1 

2589.2 

9 

R 

2 

2592.5 

P 

R 

2A 

2644.2 

P 

R 

3 

2651.2  (0.6) 

P 

R 

4 

2691.3 

P 

R 

5 

2709.6 

P 

6 

2”40.4 

P 

R 

7 

2754.6 

P 

8 

2793.9 

P 

9 

2802.0 

10 

2829.0 

P 

11 

2845.5  II 

R 

12 

3039.1 

4.98 

P 

13 

3129.8 

4.84 

P 

14 

3247.5  Cu 

R 

15 

3269.5 

4.67 

P 

16 

3274.0  Cu 

Table  VI  L  - 

-Si 

Self 

Plate 

Excitation 

Lines  Present 

Reversed 

Identification 

Wavelength 

Energy 

in  Cu  Arc 

Lines 

Number 

(A) 

(ev) 

Spectrum 

1 

2631.3 

6.62 

P 

2 

2881.6 

5.08 

P 

R 

3 

2987.7 

4.93 

P 

4 

3086.4  III 

21.72 

5 

3093.3  III 

21.71 

lahlf— YU 


Change  in  Intensity  with  Increasing  Joule  Output 


Relative  Intensity 

Single  Pulse  Laser  Multiple  Pulse  Laser 

Joules  Out  Beam  (No  Interaction)  Beaim  (Interaction) 


0.12 

1.00 

1.00 

0.30 

2.29 

2.32 

0.54 

4.00 

4.26 

0.65 

4.91 

5.25 

Table  VIII 


Calibration  Curve  for  a  1030  Plate  Emulsion  from  2600-330Q& 


A.  Excitation  Conditions  for  Baird  3.0  Meter  Eagle  Spectrograph  with 
DC  Arc  Stand 

250  volts 

3  amper  Fe  arc 

25  micron  slit  width 
10  mm  slit  height 
6  second  exposure 

4  step  sector  (ratio  of  steps  =  1.585:1) 

B.  Development  Conditions 

5  minute  development  at  20 °C  using  Eastman  D-19  developer 
30  second  shot  ^top  in  5%  acetic  acid 
5  minute  fixing  at  20°C  using  Eastman  Kodak  fixing  solution 

C.  Emulsion  Calibration  Curve  (Figure  10) 

Transmittance  values  are  obtained  form  the  scatter  diagram 
and  plotted  against  relative  intensity  on  log-log  graph  paper.  The 
following  is  the  data  used  for  constructing  the  calibration  curve  for 
a  1030  emulsion. 


Table  X 


Quantitative  Analysis  of  Aluminum  Allova  Using  AC  Spark  Source 


A.  Excitation  Conditions  for  Baird  3.0  Meter  Eagle  Spectrograph  with 
AC  Spark  Stand 

250  volts 

2750  volt  peak  power 

3  breaks  per  half  cycle 
3  mm  analytical  gap 
10  second  prespark 
6-8  second  spark  exposure 
25  micron  slit  width 
2.5  mm  slit  height 
Capacitance  -  0.005  uf 
Inductance  -  44  uh 
RF  Current  -  7.5  amps 

B.  Development  Conditions 

Development  conditions  are  similar  to  those  described  in  Table  X. 

C.  Working  Curves  (Figure  12) 

The  working  curves  are  constructed  by  plotting  the  relative 
intensity  ratio  of  a  selected  element  spectrum  line  and  a  matrix  line 
of  equivalent  characteristics  versus  element  concentration  on  a  log-log 
basis.  The  relative  intensity  values  represent  the  mean  value  of  six 
different  exposures.  The  3059.4  A1  emission  line  is  used  as  an  internal 
standard.  Transmittance  values  for  this  line  range  from  15  to  40%.  The 
following  is  the  data  used  in  constructing  the  working  the  curves: 


Series 

laMAJLhjz 

Sample 

Cuf3247 . 5A) 

Average 

I(Cu)/I(Al) 

Cone.  (%) 

2S 

SS-2-C 

3.28 

0.17 

SS-11 

1.26 

0.044 

SA-665-C 

3.88 

0.21 

3S 

SS-3-E 

2.93 

0.15 

SA-808-29 

2.08 

0.084 

SA-811-7 

3.80 

0.24 

Table  X  B  - 

Si (2881. 6A) 

Average 

Series 

Sample 

X  (Si)  /  (Al) 

Cone .  (%) 

2S 

SS-2-C 

0.512 

0.17 

SS-l-l 

0.418 

0.12 

SA-665-C 

0.281 

0.07 

3S 

SS-3E 

0.638 

0.26 

SA-808-29 

0.351 

0.10 

SA-811-7 

0.928 

0.46 

SS-ll-DB 

0.915 

C .  28 

SA-459 

0.349 

0.07 

SA-460-5 

1.73 

0.63 

24S 

SS-24-B 

0.551 

0.16 

SA- 754-1 

0.758 

0.24 

SA-755-B 

1.05 

0.42 

75S 

SS-75-J 

0.837 

0.27 

SA-789-F 

0.712 

0.21 

SA-767-T 

0.943 

0.32 

Table  X  C  -  Mg (2852. 1A) 


Average 

Series 

Sample 

X  (Mg)  /I  (Al) 

Cpn.<Lu(%) 

2S 

SS-2-C 

0.904 

0.029 

SS-1-1* 

0.109 

0.0015 

3S 

SS-3-E 

0.718 

0.026 

SA-808-291 

0.115 

0.002 

SA-811-7 

1.20 

0.052 

US 

SS-ll-DE 

0.979 

0.037 

SA-459-5 

0.506 

0.02 

SA-460-5 

1.04 

0.04 

1  14 

second  exposure 

Table  X  D 

-  Fe(2755. 7A) 

Average 

Series 

Sample 

I  (Fe)/l'(Al) 

ConcT (ft) 

2S 

SS-2-C 

1.25 

0.40 

SS-1-1 

0.993 

0.30 

SA-665-C 

1.34 

0.45 

3S 

SS-3-E 

1.27 

0.49 

SA-808-29 

0.861 

0.26 

SA-811-7 

1.80 

0.76 

US 

SS-ll-DB 

1.73 

0.47 

SA-459-5 

0.948 

0.24 

SA-460-5 

2.12 

0.57 

24S 

SS-24-B 

1.04 

0.29 

SA-754-1 

0.615 

0.14 

SA-755-B 

1.56 

0.49 

75S 

SS-75-J 

0.944 

0.23 

SS-789-F 

1.09 

0.26 

SA-767-T 

2.00 

0.53 

Table  X  E 


Series 

Sample 

2S 

SS-2-C 

SS-1-1 

SA-665-C 

US 

SS-ll-DB 

SA-459-5 

SA-160-5 

24  S 

SS-24-B 
SA-754-1 
SA-7  55'  B 

75S 


SS-75-J 

SS-789-F 

SA-767-T 


Tabla  XI 


Quantitative  Analysis  of  Aluminum  Alloys  Using  Laser  Microprobe 

A.  Excitation  Conditions  for  Jarrell  Ash  F/6.3  Spectrograph 
with  Laser  Unit 

Laser  setting  -  10 
Lens  setting  -  10 

Grating  setting  -  2000  (2630  -  . 300A) 

50  micron  slit  width 
4  mm  slit  height 
6  superimposed  laser  shots 

B.  Development  Conditions 

Development  conditions  are  similar  to  those  described 
in  Table  X 

C.  Working  curves  (Figure  12) 

Method  is  similar  to  that  described  for  A.  C.  spark. 

The  relative  intensity  values  represent  the  mean  value  of  four 
different  exposures.  The  3050.0  A1  emission  line  is  used  as 
an  internal  standard.  The  large  background  around  the  3059.4 
line  prevents  its  use  as  an  internal  standard.  Transmittance 
values  for  the  internal  standard  line  range  from  26  -  40%. 

The  following  is  the  data  used  in  constructing  the  working  curves 

Table  XIII  A  -  Cu(3247.5A) 

Average 


Series 

SamDls 

I(Cu)/l(Al) 

Cone.  (‘ 

2S 

SA-665-C 

0.699 

0.21 

SS-11 

0.381 

0.044 

SS-2-C 

0.638 

0.17 

2S 

SA-808-29 

0.488 

0.084 

SA-811-7 

0.739 

0.24 

SS-3-E 

0.612 

0.15 

3S 

SA-8H-7 

0.451 

0.46 

SS-3-E 

0.388 

0.26 

11S 

SS-ll-DB 

0.297 

0.28 

SA-460-5 

0.490 

0.63 

24S 

SA-754-1 

0.379 

0.24 

SA-755-B 

0.434 

0.4  2 

75S 

SS-75-J 

0.191 

0.27 

SA-767-T 

0.415 

0.32 

2S  SS-2-C  0.527  0.029 

3 S  SA-3I1-7  0.68J  0.052 

SS-o-E  0.492  0.026 

IIS  SS-ll-D  0.581  0.027 

SA-459-5  0.438  0.02 

SA-460-5  0.594  0.04 


Table  XII 


Precision  of  Analysis  for  c 


Impurity 


Emission 

Line 


Impurity 
Cone. (% 


Cu 

3247 

0.24 

Mn 

2933 

1.55 

Si 

2881 

0.46 

Mg 

2852 

0.05 

Fe 

2756 

0.76 

1  Nine  degrees  of  freedom 


2  Six  superimposed  shots 


Coefficient  of  Variation 
AC  SPark  0.7  Joule  Laser 


3.75 

2.23 

3.84 

4.04 

2.35 


13.3 
8.52 

30.0 

14.3 

10.6 


Table  XIII 


Concentration  of  Iror.  Alloys 


Low  Alloy 


Steels  (86-B- 30-45) 

%  Cr 

%  Mo 

%  Mn 

%  Ni 

L  -  1 

0.41 

0.073 

0.28 

0.33 

L  -  2 

0.53 

0.09 

0.35 

0.39 

L  -  3 

0.67 

0.117 

0.47 

0.53 

L  -  5 

1.11 

0.203 

0.83 

0.97 

L  -  6 

1.37 

0.271 

1.05 

1.24 

L  -  7 

1.71 

0.365 

1.43 

1.67 

L  -  8 

1.73 

0.470 

1.141 

2.29 

Cast  Iron 

C  -  3 

0.0086 

0.044 

0.33 

0.013 

C  -  4 

0.031 

0.101 

0.33 

0.032 

C  -  5 

0.057 

0.006 

0.37 

0.034 

C  -  6 

0.242 

0.025 

0.48 

0.071 

12%  Cr  Steel 

Cr  -  5 

0.25 

0.20 

Cr  -  10 

0.70 

0.74 

Cr  -  11 

0.62 

0.48 

0.41 

Tool  Steel 

835 

0.21 

837 

1.84 

0.48 

840 

2.12 

0.368 

0.15 

841 

1.44 

0.27 

18%  Cr.  12%  Ni 
Steel 

329 

1931 

1967 


0.54  2.05 
1.30  3.90 
1.37  1.93 


Table  XIV 


Quantitative  Analysis  of  Iron  Alloys  With  a 
0.12  Joule.  Single  Spike  Laser  Beam 

A.  Excitation  conditions  for  Jarrell  Ash  F/6.3  Spectrograph  with  Laser 
Unit. 

Laser  setting  -  10 
Lens  setting  -  10 

Grating  setting  -  2500  (3320  -  405oX) 

50  micron  slit  width 
4  mm  slit  height 
20  superimposed  laser  shots 
3250V  fed  to  capacitor  bank 

B.  Development  Conditions 

Development  conditions  are  similar  to  those  for  emulsion 
calibration  curve. 

C.  Working  Curves  (Figure  13) 

Method  is  similar  to  that  described  for  AC  spark.  The 
relative  intensity  values  represent  the  mean  values  of  four  different 
exposures.  Emission  and  matrix  lines  suitable  for  quantitative 
analysis  ares  Mn(4041.4/Fe(4014. 5) ,  Mo ( 3864. 1)/Fe( 3867. 2) , 

Ni ( 3461 . 6) /Fe ( 3471 . 3) ,  and  Cr (3368.1)/Fe(3370.8) .  The  following  is 
the  data  used  in  constructing  working  curves: 


Table  XIV  A  -  Mn (4041.4) /Fe (4014. 5) 


Series 

Low  Alloy 
Steel 


Cast  Iron 

12%  Cr  Steel 

Tool  Steel 


Average 

Sample  I (Mn) /I (Fe)  Cone. (%) 


L  -  1 

0.681 

0.28 

L  -  2 

0.736 

0.35 

L  -  3 

0.847 

0.47 

L  -  5 

1.14 

0.83 

L  -  6 

1.32 

1.05 

L  -  7 

1.48 

1.42 

L  -  8 

1.48 

1.42 

C  -  3 

0.730 

0.33 

C  -  4 

0.730 

0.33 

C  -  5 

0.738 

0.37 

C  -  6 

0.923 

0.48 

Cr  -  5 

0.621 

0.25 

Cr  -  10 

1.02 

0.70 

Cr  -  11 

0.920 

0.48 

836 

0.571 

0.21 

837 

0.902 

0.48 

840 

0.497 

0.15 

841 

0.672 

0.27 

329 

1.76 

2.05 

1967 

1.74 

1.93 

1931 

2.38 

3.90 

18%  Cr,  8%  Ni 


Table  XIV3  -  Mo(3864.1)/Fe(3867.2) 


Series 

Sample 

I  (Mo) /I  (Fe) 

Cone. (%) 

Low  Alloy 

L  -  1 

0.461 

0.073 

Steel 

L  -  2 

0.507 

0.09 

L  -  3 

0.552 

0.117 

L  -  5 

0.718 

0.203 

L  -  6 

0.838 

0.271 

L  -  7 

0.921 

0.365 

L  -  8 

1.07 

0.470 

Cast  Iron 

C  -  3 

0.348 

0.044 

C  -  4 

0.519 

0.101 

C  -  5 

0.399 

0.060 

C  -  6 

0.262 

0.025 

12%  Cr  Steel 

Cr  -  5 

Cr  -  10 

Cr  - 

1.22 

0.62 

Tool  Steel 

836 

2.80 

837 

1.85 

1.50 

840 

0.442 

0.070 

841 

1.44 

0.84 

18%  Cr,  12%  Hi 

329 

1.14 

0.543 

1967 

1.77 

1.30 

1931 

1.85 

1.37 

Table  XIVC  - 

Ni ( 3461 . 6 )/Fe (3471 . 31 

Average 

Series 

Sample 

I(Ni)/I(Fe) 

Cone. 1% 

Low  Alloy 

L-l 

0.892 

0.3:. 

Steel 

L-2 

0.918 

0.  -9 

L-j 

1.10 

0.53 

L-5 

1.37 

0.77 

L-6 

1.50 

1.25 

L-7 

1.81 

1.68 

L-8 

1.95 

2.29 

12%  Cr 

Cr-5 

0.71- 

0.20 

Steel 

Cr-10 

1.24 

0.74 

Cr-11 

1.02 

0.41 

Table  XIVD  -  Cr ( 3 368 . 1 ) /Fe (  .70.8) 

Average 

Series  Sample  I.lCrlZl.  Cone,  (ft) 


Low  Alloy  L-l 

Steel  L-2 

L-- 

L-5 

L-6 

L-7 

L-8 


0.447 

0.41 

0.547 

0.53 

0.619 

0.67 

0.864 

1.11 

0.991 

1.-7 

1.11 

1.71 

1.1- 

1.73 

Cast  Iron  C-6 


0.324  0.242 


840 


1.27  2.12 


Tool  Steel 


Table  XIVD  -  Fe(2755.7l 


Seri*-  - 

Camples 

2S 

SS-2-C 

SS-ll 

SA-665-C 

*S 

SS-. -E 

SA-808-29 

3A-811-7 

US 

SS-ll-DB 

SA-459-6 

SA-460-5 

24S 

SS-24-B 

SA-755-B 

75S 

SS-75-J 

SA-789-F 

SA-767-T 

Table  XIVE  -  Mn ( 

Series 

Sample 

^S 

SA-811-7 

SS-  .-E 
SA-808-25 

24S 

SS-24-B 

SA-754-: 

SA-75^»B 

7  5S 

SS-7S-J 

SA-789-F 

SA-767-T 


Average 

I(Fe)/l(Al) 

Cone.- 

m. 

0.448 

0.40 

0.367 

0.  30 

0.47/ 

0.45 

0.498 

0.49 

0.  >55 

0.26 

0.616 

0.76 

0.490 

0.47 

0._  -7 

0.24 

0.5,8 

0.57 

0.  >68 

0.29 

0.505 

0.49 

0 . 4 

0.2.: 

0 .  -*52 

0.26 

0.514 

0.53 

949.2) 

Average 

I(Mn)/I(Al) 

Cone. 

1.67 

1.55 

1 .42 

1.12 

1.  >1 

0.55 

1.04 

0.68 

0.81 

0.48 

1.28 

0.90 

0 . 4  >6 

0.16 

0.  <90 

0.14 

0.589 

0.28 

Table  XV 


ipp7-' 


a*6»»v;:v 


Quantitative  Analysis  of  Iron  Alloys  With  a  0.65  Joule,.  Multiple  Spike 

Laser  Beam 

Procedures  and  conditions  are  similar  to  those  described  in  Table  XVi, 
except  that  3600V  is  fed  to  capacitor  bank  instead  of  3250V,  and  3 
laser  shots  are  superimposed  instead  of  20. 


Table  XVA  -  Mn (4041 . 4 ) /Fe (4014 . 5 ) 


Series 

Sample 

Average 

I (Mn)/I (Fe) 

Cone. (%) 

Low  Alloy 

L  -  1 

0.577 

0.28 

Steel 

L  -  2 

0.681 

0.35 

L  -  3 

0.75. 

0.47 

L  -  5 

1.00 

0.83 

L  -  6 

1.18 

1.05 

L  -  7 

1.42 

1.42 

L  -  8 

1.41 

1.42 

Cast  Iron 

C  -  3 

0.641 

0.3:. 

C  -  4 

0.641 

0.33 

C  -  5 

0-661 

0.37 

C  -  6 

0.819 

0.48 

12%  Cr 

Cr-5 

0.517 

0.25 

Steel 

Cr-10 

0.947 

0.70 

Cr-11 

0.811 

0.48 

Tool 

836 

0.504 

0.21 

Steel 

837 

0.795 

0.48 

840 

0.412 

0.15 

841 

0.570 

0.27 

18%  Cr, 

329 

1.81 

2.05 

8%  Ni 

1967 

1.74 

1.93 
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Table  XVB  -  Mo(3864.1)/Fe (3867 . 2) 


Series 

I(Mo)/I(Fe) 

Cone.  (%) 

Low  Alloy 

L  -  1 

0.381 

0.073 

Steel 

L  -  2 

0.445 

0.09 

L  -  3 

0.485 

0.117 

L  -  5 

0.618 

0.203 

L  -  6 

0.802 

0.271 

L  -  7 

0.883 

0.365 

L  -  8 

0.976 

0.470 

Cast  Iron 

C  -  3 

0.275 

0.044 

C  -  4 

0.454 

0.101 

C  -  5 

0.358 

0.060 

C  -  6 

0.225 

0.025 

12%  Cr  Steel 

Cr  -  5 

Cr  -  10 

Cr  - 

1.16 

0.62 

Tool  Steel 

836 

2.80 

837 

1.84 

1.50 

840 

0.368 

0.070 

841 

1.44 

0.84 

18%  Cr,  12%  Ni 

329 

1.04 

0.543 

1967 

1.67 

1.30 

193.1 

1.75 

1.37 

Table  XV  C  -  Ni(3461.6)/Fe(3471.3) 


Average 


Series 

Sample 

IfNil/IfFe) 

Cone.  (%) 

Low  Alloy 

L  -  1 

0.845 

0.33 

Steel 

L  -  2 

0.917 

0.39 

L  -  3 

1.05 

0.53 

L  -  5 

1.  37 

0.97 

L  -  6 

1.60 

1.25 

L  -  7 

1.92 

1.68 

L  -  8 

2.  C ' 

2.29 

12%  Cr  Steel 

Cr  -  5 

0.667 

0.20 

Cr  -  10 

1.32 

0.74 

Cr  -  11 

1.00 

0.41 

Table  XV  D 

-  Ni (3414.8) /Fe (3413.4) 

Average 

Series 

Samnle 

imU/IfFe) 

Cone. (%) 

Low  Alloy 

L  -  1 

0.529 

0.33 

Steel 

L  -  2 

0.617 

0.39 

L  -  3 

0.646 

0.53 

L  -  5 

0.790 

0.97 

L  -  6 

0.871 

1.25 

L  -  7 

0.945 

1.68 

L  -  8 

1.039 

2.29 

Cast  Iron 

C  -  3 

0.249 

0. 0128 

C  -  4 

0.265 

0.0317 

C  -  5 

0.334 

0.034 

C  -  6 

0.071 

12%  Cr  Steel  Cr 

-  5 

0.472 

0.20 

Cr 

-  10 

0.726 

0.74 

Cr 

-  11 

0.653 

0.41 

Table  XV  E  -  Cr  f33S8.  H  .'Fe  f3370.81 


Series 

Samole 

Average 

I(Cr)/IlFe) 

Cone.  1%) 

Low  Alloy 

L  -  1 

0.342 

0.41 

Steel 

L  -  2 

0.399 

0.53 

L  -  3 

0.472 

0.67 

L  -  5 

0.725 

1.11 

L  -  6 

0.832 

1.37 

L  -  7 

1.05 

1.71 

L  -  8 

1.02 

1.73 

Cast 

Iron 

C  -  6 

0.225 

0.242 

Tool 

Steel 

840 

1.142 

2.12 

Table  XV  F  -  Cr(3593.5)/Fe{3594.6) 


Sample 

Average 

IfCrl/ltFe) 

Cone.  t%) 

Low  Alloy 

L  -  1 

1.33 

0.41 

Steel 

L  -  2 

1.48 

0.53 

L  -  3 

1.70 

0.67 

L  -  5 

1.94 

1.11 

Cast  Iron  C  -  3 

0.009 

C  -  4 

0.688 

0.031 

C  -  5 

0.825 

0.057 

C  «•  6 

1.15 

0.242 
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Precision  of  Analysis  for  an  Iron  Alloy* 

Coefficient  of  Variation 


Emission 

Impurity 

Single  Spike2 

Multiple  Spike 1 

Impurity  Line 

Cone. (%) 

(0.12  Joule  Output) 

(0.65Joule  Output) 

Mn 

4041 

1.05 

6.45 

9.3 

Mo 

3864 

0.271 

3.01 

10.3 

Ni 

3462 

1.25 

8.26 

12.2 

Cr 

3368 

1.37 

7  •  />  & 

10.1 

1 

Nine  degrees 

of  freedom 

2 

Twenty  superimposed  laser 

shots 

3 

Three  superimposed  laser 

shots 
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isms  and  factors  entering  into  the  interaction  and  excitation  processes 
which  affect  quantitative  analysis  by  the  laser.  The  results  of  a  quanti  • 
tative  analysis  of  aluminum  and  iron  alloys  performed  with  the  ruby 
laser  as  an  excitation  source  are  discussed.  JThe  size  and  character 
of  laser-produced  craters  in  a  number  of  pure^meJals  was  investiga¬ 
ted  and  the  information  gained  thereby  is  used  to  help  construct  a 
model  for  the  interaction  and  excitation  process.  The  model  holds  for 
both  single  and  multiple  pulse  operations.  A  study  is  made  of  the 
factors  which  control  the  pulse  shape  and  power  of  a  laser  beam. 
Measuring  equipment  is  depicted  which  allows  the  laser  pulse  and 
power  to  be  monitored  without  significantly  affecting  the  laser  light 
used  for  excitation.  A  quantitative  analysis  of  aluminum  and  iron 
alloys  is  achieved  with  the  laser  excitation  source.  The  working  curve; 
resulting  from  laser  excitation  of  aluminum  alloys  are  compared  to 
those  obtained  from  a  conventional  AC  spark  source.  A  quantitative 
analysis  of  iron  alloys  is  performed  with  both  a  single  and  multiple 
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